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Instrument info
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Calibration date: i 28M0/2015
Firmware version 1.52.9:4207
Hardwrare version 1.0
Instrument code ALAA
Manufacturer

Name EurotestXC
Serial 15150155
Short Name M1 3152
User

New update is available.

Download.

Version: 1.53.9

| Close

There are no new updates available y'or' \nir nwTN X0 A 'R DX 5.2

Instrument info
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Calibration date 28M0/2015
Firmware version 1.53.9:4865
Hardware version 1.0
Instrument code ALAA
Manufacturer

Name EurotestXC
Serial 15150158
Short Name Ml 3152
User ‘

There are no new updates availobie.

| Close

Check for new updates.
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Upload the new firmware to the instrument

Instrurment info

Calibration date 28M0/2015
Firmwrare version 1.562.9:4207
Hardware version 1.0
Instrument code ALAA
Manufacturer

Mame EurotestXC
Serial 15150155
Short Name M1 3152
Uzer

A new update is ready to be installed.
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iUpload the new firmware to the instrument.
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Project: upgrade.fmp
Instructions
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Progress
Step:

Operation:

COM Port

FlashMe

firmware upgrade software

1

Flease select a communication port: |COM? (Measurement Instrument USB VCom Port v| Run
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Continue 7y yn?

Project: upgrade.fmp
Instructions
Instructions
Warning!
Before starting the upgrade, make sure that:

¢ The instrument data is backed-up.
¢ The batteries are fully charged.
¢ The upgrading procedure is not interrupted in any way.

As failing to do so, may cause the instrument to malfunction. i
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Progress

Step: 1/5 I

Operation:

COM Port

Flease select a communication port: | COM7 (Measurement Instrument USB VCom Port v] l Continue l l Cancel l i
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FlashMe

firmware upgrade software
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Project: upgrade.fmp
Instructions

Upgrading - last step

* When FlashMe is done, instrument will reset and the new firmware should run.

Progress
Step: 5/5
Operation: Resetting the device

COM Port

Flease select a communication port: | COM7 (Measurement Instrument USB VCom Port + |




